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INSIGHT 
TECHNOLOGY 
1NCORPORATED 

3 Technology Drive, Londonderry. NH 03053 
Phone 603-626-4800 / Fax 603-426-4888 

20 Ocrober, 1999 

Office of Compliance (HFZ-300) 
Atten: Electronic Producr Reports 
Center for Devices and Radiological Health 
2098 Gaither Road 
Rockville, MD 20850 

SubjecT: Submmal as a Supplemenral Repon for Visible and IR Laser Aiming Module (LAM) 
and request for variance from Class Illb requiremenrs 

Enclosed: Producr report for Insight Technology’s Laser Aiming (Visible ;md IR Models) 

Dear Represenrarive. 

The report enclosed is being submitted as a Supplemenral Reporr 10 Insight’s August 271h 1999 Product 
Report for rherr Visible Only Laser Aiming Module, Accession 6 9411585. The producr described in 
this report has all the same assembly/test procedures and features as rhe visible only models, bur also 
have IR illummator and LR pointer features. 

The report has been prepared to convey compliance as a Class IlIb ht.ser product, however, a variance 
to the requirement of this classification is requested under the following conditions: 

The sale of this producr is bemg restricted KO government, military and law enforcement 
agencies, including law enforcement personnel, under direct purchase order. 

The user manual, supplied with each unit, includes detailed written insuucrions on the harrards 
reIated to exposure to the laser’s beams. Also included in the manual IS a replica of the 
product’s label, further detailing the warnings. 

~11 advertising and sales brochures, mchrding data sheets, state rhz resu-kcion of sales noted 
above and rhe proper laser radiation warnings. 

The LAM’S intended use ro govemmenr, rnilirary, and law enforcement agencies in the routine 
execution of their duties requires specific variances in order not co compromise the user’s safety. 
Speclficahy, a vanance IS being sought for the requjremenrs of 21 CF'R 1040.10(f)(3), (4), and (5), for 
reasons stated below: 
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Under 21 CFR 1040.10(f)(3) Class IIIb laser systems are required to incorporate remore 
incerIock connector(s). 
The LAM is designed not to allow for dismantling or servicmg by the user. The unit’s front, 
rear, and top housing parrs are permanently bonded rogerher. All servicing is done ar Insight 
Technology, Inc. 

Under 2 I CFR 104O.~O(f’)(4) Class IIIh laser systems are required to incorporare a key control. 
The LAM requires both the mode selecTor switch, to be in operanvc mode position as well as 
use of the paddle switch or tethered remoTe switch TO rum rhz unit on. An additional “key 
control” would limit the effective use of this product, and compromise the safery of the user. 

Under 22 CFR 1040.10(f)(5) Clsss lllb laser systems are required to incorporare an emission 
indicaror. 
Given the inrended use of rhe LAM, such an audible or visible indicator or delayed emission of 
the lasers could seriously compromise the safety of the user. 

The resnicrion of sales of rhr LAM and intended use of the LAM are consisrent with other aiming 
devices of its’ rype. Safety and use of rhe LAM is almosr intuitive to the users of this producr. 

If any further infonnarion abour rhe report oI’ Ihe reques[ for vmance js needed, please do nor he$rare 
10 cont3ct me, 

Sincerely, 

ogram Manager (exr. 1450) 


